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A 250 CPS-100 KC Oscillator 
For High Stability Applications 



THE general family of -hp- audio oscilla- 
tors has always been known for stability, 
but included in this family is one oscillator 
to which extra measures have been applied 
to obtain added stability for specialixed work 
such as telemetry* This instrument is rated 

as being stable w^ith- 
in 20 cps per hour at 
100 kc after warmup 
and J of course, is gen- 



How 200T sfobffify w^\ 
octrurcTc^ for counfefj^, p^ 4 



erally noticeably better in a typical case* As 
a result, the instrument is especially suited 
to high-seleccivit}^ work such as check mg 
the response of narrow-band filters and test- 
ing selective amplifiers. 

Fig, 2 shows a typical stability character- 
istic for the instrument when operating at 
its highest frequency^ of 1 00 kc at room tem- 
perature after w^armup. This curve encom- 
passes a half-hour's operating time and it 



will be seen that during this time the output 
frequenc7 remained w^ithin a band about 5 
cps in w^idth. The instrument was operating 
from an unregulated power line which did, 
however, remain within a few volts of its 
average value. 

At other frequencies within the instru- 
ment's range the percentage stability is often 
even higher. Fig, 3, for example, shows the 
stability at 1 kc* Note that the scale has been 
changed in this curve and that the frequency 
remained within a band only 0*2 cps or 
0.002% in width. 

The key to the use of the Model 200T is 
provided by the curve shown in Fig. 4. This 
is a t>^pical warmup characteristic for the 
insuument w^hen operating at 100 kc at 
room temperature. In the first hour of w^arm- 
up the output frequency changed about 1 1 8 
cps or 0*12%, but about 80 cps or 0.08% of 
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Fig. 2 (aboveh Typka! sitibiUty characiertxtlc of -hp- 
Alodel lOCfr opefiiting aS iis higheii rated frequency of 
100 kc after u arm up. Even higher perceutitge liability 
uill tdftatly he ohtained at other output frequencies (see 



Fig. 1 (at left), 'hp^ Model lOOT 250 cpsAOOkc oscil- 
lator ii ei^pecially cottvemer/t for high^resah/iion ttork 
such as enc fit/ titer ed in telemvtering field. Instrunfent has 
/jigh stability oj output frequency, low sensitivity to line 
voltage changes, and high resolution itming system. 
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this occurred in the first half hour. 
After about an hour the instniment's 
interofil temperarure srabllizes and 
very little frequency change occurs 
thereafter. Simiiar or better percent- 
age warmup changes can be ex- 
pected at other frequencies in the in- 
strument's range. 
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Fig, 5. Typical influerjce of iine vrAtage 
on output frequency of Model 200T when 
operating M 100 kc. At lower output fre- 
quencies less percentage change occurs, 

LINE VOLTAGE EFFECTS 

The effect on an output frequency 
of !00 kc of changing the line volt- 
age ±:10% from a nominal 115 %'olts 
is shown in Fig. 5. The maximum 
change that occurred is roughly 15 
cps or 0*015% as compared with the 
rating of zt:0,l% for the instrument. 
At lower frequencies the percentage 
change is generally less than at 100 
kc which is the highest rated fre- 
quenc>- for the instrnment. 

STANDARDIZING CONTROLS 

The combination of frequenc>^ 



¥ig,5*Typkat sta- 
bility characteris- 
tic of -hp- Atodel 
200T a per ait ng 
at 10 kc after 
warrnup. Note 
that major diti- 
sion equals only 1 
cps of change. 



calibration accuracy and long term 
stability for the instrument is rated 
as heing within ^1% so that a high 
order of performance is provided* 
In addition^ however, a feature is 
provided which enables each of the 
five freqiiencj^ ranges to be standard- 
ized against a frequency counter or 
other standard for optimum overall 
accuracy" or for optimum accuracy 
of any specific region of any range. 
This feature consists of a screw- 
driver control for each range of the 
instrument. The standard J5;ing con- 
trols are located behind removable 
hole covers in the left side of the 
front paneL 

» 
DIAL DRIVE 

Since one of the important appli- 
cations for a high-stability oscillator 
lies in high-resolution work, care 
has been taken to provide the Model 
200T with a dial drive system com- 
mensurate with such work. In addi- 
tion to a 2: 1 red ua ion coarse tuning 
control the drive is provided with a 
fine tuning control which provides 
a 12:1 reduction. The vernier action 
is further refined by the use of a 
large knob on the fine control. 

The tuning dial itself is show^n in 
Fig. 6, The outer scale which is used 
on 3 ranges has a length of about 15 
inches. The inner scale is used on 2 
ranges and has a length of about 10 
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Fig* 6, High resoliftion frequency dial on 

Model 200T has effectite scale length of 

about 63 inches. Scales are laid out to 

facilitate RDB teletnetering work, 

inches. The effeaive dial scale 
length for the complete 250 cps— 
100 kc coverage of the instrument 
is thus about 65 inches. 

The dial scales themselves have 
been specially arranged to be con- 
venient for use with RDB telemeter- 
ing systems. Each of the RDB chan- 
nels is always fully contained on a 
single scale so that it is never neces- 
sary to change scales while checking 
a channel. 

OUTPUT CIRCUIT ARRANGEMINT 

The output circuit arrangement 
used in the Model 200T is one that 
has proved popular in a number of 
other hp' oscillators because it can 
be used with balanced as w^ell as sin- 
gle-ended circuits. The output trans- 
former secondary is balanced and is 
provided w^ith sufficient added re- 
sistance to give a source impedance 
of 600 ohms. This configuration is 
then followed by a 600-ohm T-pad 
which offers at least 40 db of attenu- 
ation. Since the T-pad is unbalanced, 
the circuit is unbalanced when the 
T^pad is in use. 

* (Concluded on p. 4) 



Fig. 4. Typical warfnup char" 
act eristic of Model 200T op- 
erating at 100 kc at room 
temperature. Oterall drift is 
small and most of this occurs 
in first feu minutes. Disco n^ 
tinuity or jog in curve occurs 
because measuring systefn 
prevents recorder from go- 
ing off scale (see page 3)» 
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HOW MODEL 200T STABILITY CURVES WERE PLOTTED 



Because of their high resolution 
and the fact that they were obvi- 
ously plotted by a strip-chart re- 
corder^ the stabilit)^ curves in the 
accompanying article are of special 
interest to engineers interested in 
frequenc>^ measurement techniques. 
In one of these airves (Fig. 3) the 
full scale value of the strip chart 
represents only 10 cps of frequency 
change, i.e., one major division rep- 
resents I cps of change and devia- 
tions as small as 0,1 cps (the value 
of one minor division) can easily be 
read. The recording thus has as 
much res<:)lution as is provided by 
the 10-second gate on a frequence- 
counter, since that gate time permits 
readings down to tenths of a cj'cle* 
Although in Fig. 3 the signal of in- 
terest is 10 kc^ the same 0.1 cps reso- 
lution could be obtained just as eas- 
ily at frequencies w^ell into the mega- 
cj'cle region if the stability' of the 
signal warranted. It could also be 
obtained at much low^er frequencies 
in the order of a few hundred cps. 

The Model 200T stability' cur\'es 
were automatically plotted by using 
the new -hp- Model 5(50A Digital Re- 
corder described in the last journal 
issue. This instrument reproduces 
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the readings of -hp- frequency coun- 
ters on paper tape and also provides 
an analog output proportional to 
the counter reading. The 5 60 A was 
operated from the -hp- Model 523B 
Frequency Counter and the output 
from the 560A was used to drive a 
strip-chart recorder. The setup is 
diagrammed In the illustration. 

The high resolution of the strip 
record is made possible by a special 
selector switch on the new Digital 
Recorder. This switch was set so that 
the Recorder provided an output 
current that was proportional to 
the reading represented by the final 
two readout columns (units and tens 
columns) of the frequency counter* 
Thus, by plotting the final two col- 
umns and further by setting the 
counter for a 10-second gate, the 
full-scale value of the analog record 
becomes 100 cycles per 10 seconds 
or 10.0 cycles per second* Actually, 
since the final two columns of the 



I (L'P re 






DICITIL 
ftECOfiOtR 



]-]DOMV I^R 
TRIP Rr^QRDEH 



Equtprnent armnge- 
ment for rec fording st^^ 
htltty of freqtiertcies 
up to 220 fnegacycles. 
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Equipment arrange* 
meni for recordmg sta- 
biliiy t>f frequencies 
up to 12 kilomega- 
cycles. Counter nboun 
in d^hed hlock is of- 
ten omitted in stahility 
measurements al- 
i hough it is necessary for frequency measnremenis. In stMlity measurements Trans- 
fer Oscillator is usually set to give a small difference frequency output for recording. 
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Equipment arrange' 

mefti used to autom^ii* 

caily record stability 

characteristics of -hp' 

Model 200r, 



counter readout can reach a maxi- 
mum reading of only 99, the strip 
recorder will never be driven to 
more than 999^ of full scale. If the 
readout goes beyond 99^ the analog 
recorder will return to and con- 
tinue from there. The strip recorder 
is thus prevented from going off- 
scale and recordings can be made 
automatically and unattended. 

Besides selecting the final two col- 
umns, the 560 A switch can be used 
to provide an output proportional 
to the readings of any three adjacent 
columns on the counter. This ar- 
rangement was used for three of the 
stability curves (Figs. 2, 4, and 5)* 
Strip recordings can thus be ob- 
mined wkh full scale values of UOOO, 
10,000, 100,000, etc, counts to suit 
the stability of the signal being 
measured. 

When the switch is used to obtain 
a two-column output, the minimum 
plottable increment becomes 1 unit 
out of 100, i.e., 1% of full scale. 
Since the Digital Recorder is work- 
ing w^ith digital units, the analog 
record is then made up of discrete 
steps as can be seen In Fig, 3* 

When the switch is tised to obtain 
a three-column output, the mini- 
mum plottable increment becomes 
1 unit out of 1,000 or 0.1% of full 
scale. This increment is below^ the 
resolution of most strip recorders 
and the plotted curve does not ordi- 
narjiy exhibit a discrete-step char- 
acter. 

Setups which will permit auto- 
matic analog recordings of frequen- 
cies up to 12,000 meguc>Tles are 
shown in the illustrations. 
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MODEL 200T 

(Continued from p. 2) 

The pad is constrticted, howrver, 
so that in its minimum attenuation 
position the series arm shorts while 
the shunt arm opens. The pad is thus 
effectively removed from the circuit 
and a balanced 600 ohtn source is 
obtained. An external balanced pad 
can then be used for control of the 
output level. The arrangement per- 
mits a balanced source to be conven- 
iently obtained while obviating the 
e^cpense of a balanced attenuator for 
applications where it is not required. 

The output circuit provides a 
tnaximum of at least 20 volts open 
circuit or 10 volts across an external 
600-ohm load. The output attenua- 
tor reduces this to at least 0.1 volt 
across 600 ohms, 

^Alherl Ennor and Edmt MacLe^n 



SPECiriCATIONS 
-hp- MODEL aOOT 
TEST OSCILLATOR 

fftqu^ncy ttang^; 250 cps to 100 kc wHh 
wide Dvefjcrp at bolK i^ndi of each renge^ 

J^ong«(: 250 cps to l.OOC cps; 
aOO cpi to a, 200 cp9; 
2,500 cp5 to 10 kc; 
a kc to 32 kc; 
25 kc to 100 kc. 

CaifbtatiQn Atcuracyt ± 1 % long lofrti. Screw - 
driver ad [ml men ti on front pans I for pr«^ 
<i»« calibration of «ach rong«. 

Frvqwni^f Aeipani*: +1 db entire range 
(rsferenc«^ 5 kc). 

frtqu^ncy StahiHfyi Short Term: Less thon 
0-02% +0.5 cycJs drill pef hour ot «n- 
ircsnt ambienf temperature after one hour 
waj-mup. Tempera I gr«; Less than +0.5% 
change, fo? ombiefit temp«raturei 10~C ta 
50 C (reference: 20 "C^ Powe/" Supply 
Voltage StobnUy: Less than ±0.1% W 
quenty c hangs for voriotlons of +10% 
from nonrinorilS volt line (lOSVj volts to 
T26V2 voliij. 

Outpuf: TAO mitliwotts or 10 voltf across 600- 
ohm rated load, or 20 volts open <:ireL>|t, 

internal Jmpfhdontfir 600 ohms. Output ts bal- 
anced to ground >vithin 1% for zefo pa&i' 
tion of output attenuator. Unit mey be 
opt^roted on« side grounded. 

Dittoffitin; Less than 05% entire frequency 
ronge. Oisto^t^o^1 not offected by load im- 
pedonce. 

Hvm and No's it; Less thon 0.03% of rated 
out put voltage.. 

Po^er Supply: 115 230 volts :!:10%. 50/ 
LOOO cps, appro.Kimo:tely 100 wot*5. 

DfmensTons: Coblnei ^6^''4'" wtde^ B^.4" high, 
IIV^" deep. Sack mounting on \9" by 8^" 
ponel. 

Wmi^hti Gobi net Mount: 27 lbs.; shipping 
weight, opprojt:. 42 lbs. Rock Mounts 2B 
Ibs-, shipping weight, approji. 43 lbs. 

JPi-ice.' -hp- Model 200T Precision Teleirieter 
Test Oscillator, Cabinet Mount S350.00. 
-hf>' Model 200TR Precision Telemeter Test 
OstiUotoi', Keck Mount, S355.00. 

Pfices f.o.b. Polo Alto, Corrfamla. 
Dota subiect to chont^e without notke. 




HIGHER ACCURACY IN MEASURING 
AUDIO AND SUBAUDIO FREQUENCIES 

In some critical low-frequency 
work it is advantageoLis to be able 
to mens LI re the frequencies encoun- 
tered ID even higher accuracies than 
the 0.03% tolerance that the -hp- 
Model 524B frequency counter of- 
fers on frequencies below 316 cps. 
For such applications a new plug- in 
unit has l>een designed for the Model 
52 iB which enables the accuracy of 
such measurements to be improved 
by fram one to three orders of 
magnitude. 

The new unit improves Iow»fre- 
quency accuracy by increasing the 
number of periods over which a 
measurement can be made. Since the 
Model 524B measures low frequen- 
cies by counting the number of cy- 
cles of an internal precision clock 
frequency that occur in 1 or 10 
periods of the f requeoq* being meas- 
ured, higher accuracy can be ob- 
tained by counting for more than 10 
periods because the effect of voltage 
discriminator tolerances and other 
factors are averaged over a larger 
total count. Hence, the new plug- in 
unit has been designed to permit 
measurements over 100, 1,000, or 
10,000 periods of the frequency be- 
ing measured in addition to the 1 
or 10 period measurements that the 
524B offers. These measurements 
will give theoretical accuracies of 
0.003%, 0.0003%, and 0.00003%, re- 
spectively, although with the two 
longest measurements the basic cr^^s- 
tal stabilit)^ (2 ppm per week) of 
the Model 52iB begins to become 
significant. 

As an example of a t)'pical meas- 
urement, a frequency* of 800 cps can 
be measured to an accuracy of 
=t: 0.0003% { - Model 5246 stabil- 
ity) by setting the plug- in unit for 
a 1 ,000- peri txl average measure- 
ment and counting the 10 mc inter- 
nal clock frequency from the 52-tB. 
The measurement would be made in 
l\ seconds. The re^dtng^ oh tinned on 



-h^ Model ^26C Period Mutiiplter Unit 
Ciiif he uH'd titih 'hp- Modt'l ^24B Fre- 
qiwiHy C outlier to obtain higher 4fc curacy 
period meaitiremettts of frequencies ht- 
luu 10 kc. 

the counter would be 1,250.000 mi- 
croseconds (average value of 1,000 
periods), whereas a 10-period aver- 
age measurement with the 524B 
aione would have given a reading of 
1,250.0. A 100^ fold increase in the 
resolution of the measurement is 
thus obtained. 

The new pkig-in unit is usable 
over the frequently range from to 
10 kc and will operate from signals 
of 1 volt rms or more. The abo\'e 
accuracy specifications for the pkig- 
in unit apply for 1-volt signal levels, 
but if higher signal levels are used, 
higher accuracies will result. 

To Lise the new plug-in unit with 
some Model 524B's may require %\ 
slight modification. This consists 
only of adding one piece of hook-up 
wire in the instrument and can be 
done in a few minutes. 

—Albert Ennor 



SPECIFICAT10M5 

-hp- MODEL 526C 

PERIOD MULTIPLIER UNIT 

FOR PERIOD MEASLfREMENT 
(Plugged in^o -hp- S24B EEeclrcntc Counfer} 
fton^e: 0-10 kc. 
Gofff Time- 1; 10; 100; 1,000; artd ?0.tKK) 

cycles of thv unkftown frtmtmntY^ 
Aect/racy; i?:0,3% -r- gate Hme in cycles of 

tK« unknown -^ stcibilify of 524S. 
Statidatd Fr^qusncy Counted: 10 cps, 1 kc, 

100 kc, 10 mc Of «JtiefnGilly applied fre- 

Ciuency. 
tt^adt In; Seconds, miliisacandiH. mkrosflc- 

onds. 
Input VQiiog*: 1 ,0v rm% fninirrum. 
/npuMmp«donce- 1 iriegolim paralleled by 40 

Si>«r FiH in I'D pon«l r«c«si in -hp- Mod«l 

524B, 
Pric*.' S225 00 f,o,b. Pplp Airo, Calif ornio, 
Dofei s^uhjtct TO chonae wfiJhout noiKe^ 
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